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generated by the contracting heart and accelerated blood, are transformed in transmission to the surface of the body. The resultant body movement is determined by the amplitudes of the transmitted forces and the mechanical response of the body. It is the purpose of this paper to present a practical means of neutralizing the distorting effect of the body's resonance on the longitudinal ballistocardiogram of the supine subject lying on a rigid surface.
The longitudinal motion of the supine body may be described mathematically, if it is assumed that the body behaves as a simple mechanical system. The normalized displacement and velocity amplitude responses of such a simplified body to sinusoidal forces are given in equations (1) and (2) :4' 5, 6, 7 X~~~1 (1) X V= i -nd S2)2 + (2rS)2 (2) V= V -(2rS)
(1-82)2 + (2r8)2 where r is the ratio of actual damping to the critical damping of the body and S is the ratio of the frequency under consideration to the resonant frequency of the body. Hospital, Brooklyn, N. Y. 108 are derived in normalized form in order to effect optimum simplification and generalization of equations. Thus, the four parameters, mass, elastance, damping and frequency are replaced by two parameters, normalized damping and normalized frequency. The generalization effected by normalization makes equations (1) and (2) more readily applicable to all subjects.
The amplitude response curves shown in figure 1 , plotted from equations (1) and (2), graphically demonstrate the variation of body motion with frequency. This variation of body response with frequency is the basic cause for distortion in the recorded ballistocardiogram.
One method of correcting this distortion consists of analysing the recorded ballistocardiogram and resynthesizing a new tracing by the Fourrier method.2 The corrected tracing is free of body resonance distortion. However, this method does not yield a continuous corrected record and is, therefore, unsuitable for clinical ballistocardiography.
A second method of correcting the distortion introduced by the body's resonant response consists of recording the ballistocardiogram by means of specially designed beds. Talbot and his coworkers8 approximate a tracing free of distortion due to the body, by recording the ballistocardiogram from a board floating in a mercury filled tank. vron Wittern3 records the ballistocardiogram from a pendular bed adjusted so as to mechanically filter the distortions introduced by the body and the bed. A third method of obtaining a distortion free ballistocardiogram is relatively simple and is based on the Dock9 method of recording directly from a body lying on any rigid structure. This method consists of devising electric filters whose amplitude responses are inverse to the curves shown in figure 1 , and whose phase shifts linearize the body phase responses shown in figure 2 . The introduction of such a corrective circuit between a transducer and amplifier will produce a flat (undistorted) response Thus, the recorded ballistocardiogram will be directly proportional to the transmitted cardiovascular forces. METHOD The resonant frequency and damping constant of a subject were measured by recording the damped oscillation subsequent to manual displacement of the supine body, from its resting position.2 These constants were then substituted in equations (1) and (2) This method of correction was applied to five normal subjects. Simultaneous corrected and standard longitudinal direct-body displacement and velocity ballistocardiograms were recorded from the legs by means of the Sanborn photoelectric displacement transducer and the Dock electromagnetic transducer.9 Lead I of the electrocardiogram was recorded simultaneously with the ballistocardiograms. Heart sounds and respiration were also included in some tracings. All recordings were obtained with the subjects lying on a concrete floor.
The high impedance of the Sanborn photoelectric transducer (approximately 2 megohms) necessitated its isolation from the relatively low impedance displacement filter (6 to 7 kilohms). The electromagnetic transducer did not need to be isolated from its filter since the impedance of the former is approximately 1 kilohm, whereas the latter is approximately 7 kilohms. However, to assure uniformity of method the velocity transducer was similarly isolated from its filter. It was convenient to place the filters and isolating cathode followers between the preamplifier and power amplifier of the recorder ( fig. 3 ) *
RESULTS
The subject chosen for illustration here had a body resonant frequency of 4.5 cycles per second and a damping ratio of 0.25. The proper circuit values of the displacement and velocity filters to correct the body resonance distortions of the subject are given in figure 4 . The measured response characteristics of the filters and their effect on the displacement and velocity responses of the body are also shown in this figure.
Equalized and standard direct-body longitudinal displacement and velocity ballistocardiograms of this subject are shown in figure  5 . The corrected ballistocardiograms are similar to each other and show alteration of the characteristic wave form. The H wave is notched at its peak. The notch occurs at the time of the first heart sound. The 
DIscussIoN-
The representation of the body as a simple mechanical oscillator is, of course, an oversimplification. The concept, however, is useful as a working hypothesis, and is supported by the following laboratory data:
(1) The damped oscillation of the supine longitudinal body in response to a manual displacement mimics the oscillatory decay of the simple mechanical oscillator.
( The appearance of high frequency oscillations in the corrected ballistocardiograms is due to the equalization of the overall responses effected by the filters. The high frequency oscillations which are normally masked by the accentuated body oscillations at the resonant frequency are presented in more correct proportion by the method of equalization.
Some of the high frequency oscillations are related to cardiovascular events (figs. 5 and 6) . Those oscillations in time with the first and second heart sounds are related to the closing of the heart valves.1' The bipeaking of the J wave is similar to that seen in thoracic ballistocardiograms, and has been attributed to the separate recoils of blood in the pulmonary artery and in the arch of the aorta.12 The various high frequency oscillations are more prominent in some of the corrected tracings ( fig. 6 ). 
